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Abstract. 


Giardia duodenalís is one of the most commonly identified parasites in stool samples. Although relatively 





easy to treat, giardiasis can be difficult to detect as 1t presents similar to other diarrheal diseases. Here, we present a 
recombinase polymerase amplification-based Giardia (RPAG) assay to detect the presence of Giardia in stool samples. 
The RPAG assay was characterized on the bench top using stool samples spiked with Giardia cysts where 1t showed a 
limit-of-detection nearly as low as the gold standard polymerase chain reaction assay. The RPAG assay was then tested 
in the highlands of Peru on 104 stool samples collected from the surrounding communities where 1t showed 73% 
sensitivity and 95% specificity against a polymerase chain reaction and microscopy composite gold standard. Further 
improvements in clinical sensitivity will be needed for the RPAG assay to have clinical relevance. 


INTRODUCTION 


Diarrheal disease has long been recognized as a leading cause 
of morbidity and mortality around the world. For many years 
Giardia duodenalis (syn. Giardia intestinalis, Giardia lamblia) 
was thought to be a significant contributor to the global burden 
of diarrheal illness.* Although recently there has been conflict- 
ing evidence as to exactly how significant Giardia”s contribution 
1s to the diarrheal burden, Giardia is nonetheless a highly infec- 
tious parasite with an infectious dose as small as 10-25 cysts.+- 
Symptoms of Giardia infection (known as giardiasis) include 
watery diarrhea, epigastric pain, nausea, vomiting, and weight 
loss and these symptoms tend to disproportionately affect chil- 
dren and immune-compromised individuals.*-* 

Diagnosis of Giardia infection is usually based on identifica- 
tion of the cyst or trophozoite form of the parasite by stool 
smear microscopy.” Although highly specific, microscopic iden- 
tification of Giardia tends to have poor sensitivity with low 
levels of parasitic infection and can require up to three separate 
stool samples. Microscopy requires sample processing with 
specialized staims and trained microscopists; thus, 1t 1s usually 
performed in a centralized laboratory facility. A number of 
nucleic acid-based and antigen-based diagnostic assays for stool 
sample detection of Giardia at the point-of-care are available 
and have shown impressive reliability.?** Traditional nucleic 
acid diagnostics such as polymerase chain reaction (PCR), how- 
ever, require the use of expensive thermal cycling equipment, 
limiting their use to central laboratories. 

Recently, a number of nucleic acid amplification techniques 
have been developed that do not require the use of thermal 
cycling equipment.**-** Among these isothermal amplification 
platforms, recombinase polymerase amplification (RPA) has a 
number of advantages. The RPA can be performed at body 
temperature, theoretically alleviating the need for external 
heating equipment 1f body heat were to be harnessed to incu- 
bate reactions. The RPA amplifies target to detectable limits in 
as few as 15 minutes.***” The RPA enzymes are supplied in a 
lyophilized pellet allowing for short-term storage and transport 
at ambient temperatures, reducing the need for refrigeration 
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and cold chain storage.** Additionally, RPA results can be read 
visually using simple lateral flow strips. 

Here, we report the use of RPA technology to develop a 
Giardia assay (recombinase polymerase amplification-based 
Giardia [RPAG] assay) that is capable of detecting the pres- 
ence of Giardia in nucleic acids extracted from stool samples. 
We initially developed the assay on the bench top, where 1t 
showed performance similar to that of the gold standard, 
PCR. We went on to test the RPAG assay on 104 clinical 
stool samples suspected of containing Giardia. Clinical results 
show 73% sensitivity and 95% specificity compared with a 
PCR and microscopy composite gold standard. The RPAG 
assay has the potential to be of use for giardiasis diagnosis in 
locations where thermal cyclers are unavailable. 





MATERIALS AND METHODS 


Ethics statement. For bench top characterization of the 
RPAG assay stool samples were collected from normal, 
healthy volunteers according to Rice University Institutional 
Review Board (IRB) approved protocol 11-101E. Informed, 
written consent was given by all volunteers. Clinical samples 
were collected from children 3-12 years of age whose parents 
provided verbal consent in accordance with the UTrMB IRB 
approved protocol 07-285. 

DNA extraction of stool samples. For bench top develop- 
ment of the RPAG assay fresh stool samples were collected 
from healthy volunteers and stored with equal parts stool and 
phosphate buffered saline (PBS) according to IRB approved 
protocol number 11-101E. Stool samples were stored at 4*C 
until use (up to 48 hours). Aliquots of 250 uL of the stool- 
PBS mixture were spiked with 10 uL PBS containing purified 
Giardia cysts at various concentrations. Giardia duodenalis 
cysts (genotype assemblage B) were purchased from Water- 
borne Inc. (P101, Waterborne, New Orleans, LA). 

One hundred and four stool samples were collected from 
children 3 to 12 years of age in six rural communities from 
Cuzco, Peru (altitude 3,800 m) for epidemiologic studies on 
intestinal parasites. Freshly collected stool was aliquoted into a 
container with 10% formalin and into a separate container with 
70% ethanol in the field. Formalin preserved stools were evalu- 
ated with microscopy by direct, Kato Katz, rapid sedimentation 
in slide, and rapid sedimentation in plate tests to identify proto- 
zoan and helminths.'? A specimen was considered positive by 
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TABLE 1 


RPA primers for amplification of Giardia DNA 


Primer name 


Forward primer 

Reverse primer 

Lateral flow reverse primer 
Lateral flow probe 


RPA = recombinase polymerase amplification. 


microscopy 1f at least one protozoa was identified in any of the 
four tests. Stools preserved in alcohol were de-identified and 
stored at 4%C for 8-12 months until use. Stool collection studies 
and storage of de-identified specimens for future use were 
approved by the University of Texas Medical Branch Institu- 
tional Review Board. Parents and children provided verbal 
informed consent and assent, respectively. 

The DNA was extracted from stool samples preserved in 
ethanol using Qiagen DNA Mini Kits (no. 51304, Qiagen, 
Valencia, CA) with a modified lysis protocol. Roughly 200 mg 
of stool was added to a tube containing 1 mL Biomerieux 
NucliSENS Lysis Buffer ( no. 200 292, Biomerieux, Durham, 
NC) and Precellys Soil Mix Beads Kit SK38 ( no. 10011195, 
Cayman Chemicals, Ann Arbor, MI). Each stool sample 
was then vortexed continuously for 5 minutes. Next, the sam- 
ple was incubated at room temperature for an additional 
15 minutes before being centrifuged at 16,000 relative cen- 
trifugal force (RCF) for 2 minutes to pellet the beads and 
debris. Two hundred microliters of the supernatant were then 
removed and added to a separate tube containing 25 uL 
of Proteinase K and 200 uL of supplied buffer AL. The 
sample was then briefly vortexed and incubated at 56*C for 
15 minutes. After incubation, 200 uL of pure ethanol was 
added to the sample, mixed by briefly vortexing, and added 
to a Qiagen DNA binding column, which was centrifuged at 
16,000 RCF for 1 minute. The DNA binding column was 
finally washed with the supplied AW1 and AW2 buffers as 
recommended by the manufacturer before being eluted in 
200 uL of the supplied AE Buffer. The DNA concentration 
for all clinical samples was measured using spectrophotometry 
(NanoDrop 2000, Thermo Scientific, Waltham, MA). 

Bench top PCR. The PCR was performed on all DNA 
extractions using a commercially available primer mix for 
detecting Giardia (no. 43810, Norgen Biotek Corp., Thorold, 
Ontario, Canada). Personal communication with the manufac- 
turer indicated that the primers were designed using GenBank 
sequence KF843939.1. Each PCR reaction contained 10 uL 
SSO Advanced SYBR Green Supermix (no. 172-5261, BioRad, 
Hercules, CA), 2 uL G. duodenalis primer mix, 5.5 uL DNAse 
free water, and 2.5 uL purified DNA. All extracted DNA was 
run in duplicate on a real-time PCR system (CFX96 Touch, 
BioRad), with the following cycling conditions: SOC x 30 s, 
95C x 3 min, [94*C x 15 s, 60*C x 30 s, 72%C x 45 s-plate 
read] x 42 cycles followed by melting point analysis. All speci- 
mens were tested by PCR in duplicate. They were classified as 
positive 1f there was amplification in both replicates before the 
40th cycle and the melting point of the product was between 
89.5 C and 90.5*C. 

Bench top development of the RPAG assay. A number of 
Giardia RPA primers were designed for the Giardia beta 
glardin gene (GenBank accession no. X85958.1). The primers 
were screened using TwistDx TwistAmp Basic kit (TwistAmp 
Basic, TwistDx, Cambridge, UK) and nucleic acids extracted 























Sequence 


5 -TACGCTCACCCAGACGATGGACAAGCCCG-3 

S -TGTGCGATGGCGTCCTIGATCATCTTCACGC-2' 

5 -biotin-TGTGCGATGGCGTCCTIGATCATCTTCACGC-3 

S -FAM-AGACGGCGGTCAAGCTCAGCAACATGAACC/a basic site GCGCGTC AGCAGGTT - 3SpC3-3' 


from Giardia cysts (Giardia cysts, Waterborne Inc.). Reactions 
were assembled according to the manufacturer's instructions. 
Amplified products were visualized using gel electrophoresis to 
determine the optimal primers that would reliably and spe- 
cifically amplify the target sequence (data not shown). The 
RPA forward and reverse primers in Table 1 were found to 
be optimal. They targeted a unique 183 base-pair sequence of 
G. duodenalis. All oligonucleotides were purchased from IDT 
(Integrated DNA Technologies, Coralville, IA) and used at 
10 uM concentration. 

Lateral flow detection of RPAG assay products was accom- 
plished using the TwistDx TwistAmp nfo kit (TwistAmp 
nfo, TwistDx) as described previously.” Briefly, the TwistAmp 
nfo reactions amplified the target sequence using a forward 
primer, a S' biotin-labeled reverse primer, and a S' fluorescein 
(FAM)-labeled probe. Amplification using a biotin-labeled 
reverse primer and a FAM-labeled probe resulted in dual- 
labeled amplicons that were detected using commercially avail- 
able lateral flow strips (MGHD 1, TwistDx). 

The reaction mixture for each RPAG assay contained 2.52 uL 
forward primer (10 uM), 2.52 uL 5'-biotin labeled reverse 
primer (10 uM), 0.72 uL 5 -FAM-labeled probe (10 uM), 3.2 uL 
nuclease-free water, 29.5 uL supplied rehydration buffer, and 
one supplied lyophilized enzyme pellet. The reaction mixture 
for each sample was combined in a tube with 10 uL of purified 
DNA, mixed well, and briefly centrifuged to pellet the mix. 
Two point five microliters (2.5 uL) of magnesium acetate was 
then added to the lid of the tube, and the tube was sealed. The 
tube was briefly centrifuged to spin the magnesium acetate into 
the reaction mixture and initiate reactions simultaneously. The 
reaction was then incubated at 37C for 30 minutes. 

After the incubation, 2 uL of amplified product were diluted 
with 98 uL of the supplied running buffer. Ten microliters 
(10 uL) of the diluted products were added to the lateral flow 
strip and the strip was placed in a well of a 96-well plate 
containing 100 uL of running buffer. The sample pad of the 
lateral flow strips contained gold nanoparticles coated with 
anti-FAM antibodies. The anti-FAM antibodies coupled to 
the FAM on the dual labeled DNA products and wicked down 
the lateral flow strip. At the detection line the biotin on the 
dual-labeled DNA products bound to streptavidin on the 
detection strip. The accumulation of gold anchored by the dual- 
labeled RPA products caused a color change at the test line 
that could be seen by the naked eye. After allowing the prod- 
ucts to wick up the strip for 5 minutes, each strip was removed 
and a visual positive/negative determination was made. Digital 
images of the strips were recorded using a flatbed scanner. 
Although positive and negative samples could easily be identi- 
fied using the naked eye, we also used a previously described 
method to objectively differentiate positive from negative sam- 
ples.” Briefly, for objective bench top characterization of pos- 
1tive and negative RPAG assay results, lateral flow strips were 
immediately scanned with a flatbed scanner after 5 minutes of 
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lateral flow time. Using the scanned image, the signal/back- 
ground ratio of the test region was calculated using a custom 
MATLAB (The MathWorks, Natick, MA) script. Samples 
were classified as positive 1f their signal/background ratio 
(SBR) was greater than three times the standard deviation of 
10 negative samples.” Using this method, all samples with an 
SBR value > 1.07 were considered positive by the RPAG assay. 

The RPAG assay was also tested for its ability to detect both 
the A and B assemblages of Giardia using two synthetic refer- 
ence DNA targets. The assemblage A reference sequence was 
identified by aligning 46 GenBank entries for the Giardia beta 
giardin gene specific to assemblage A (accession nos. listed in 
the Supplemental Information). When identifying the refer- 
ence sequence, any base pair discrepancies between GenBank 
entries were resolved by selecting the base pair found in the 
majority of the entries examined. Assemblage B reference 
sequence was similarly identified using 69 GenBank entries 
for the Giardia beta giardin gene specific to assemblage B. 
Double-stranded synthetic DNA sequences corresponding 
to the two reference sequences were purchased from IDT 
(Integrated DNA Technologies). 

Synthetic DNA targets corresponding to assemblage A and 
assemblage B were diluted and used in the RPAG assay as 
described previously. The RPAG assay was able to consistently 
detect as few as 10 copies per reaction (N = 7/7) of target 
corresponding to either assemblage (data not shown). 

Specificity testing of the RPAG assay. The RPAG assay 
was tested for specificity using DNA extracted from other 
parasites that cause diarrheal illness with similar clinical pre- 
sentations. These parasites included Cryptosporidium parvum, 
Entamoeba histolytica, Salmonella spp., Blastocystis hominis, 
Dientamoeba fragilis, and Clostridium difficile. The DNA con- 
centrations varied from 5 to 100 ng DNA per microliter, but 
each extraction was previously validated by microscopy, PCR, 
or RPA to contain only the specified parasite. 

Testing DNA extracted from clinical samples with the RPAG 
assay and PCR. The DNA was extracted from 104 clinical 
samples (48 microscopy positive for Giardia and 56 micros- 
copy negative for Giardia) as previously described. Extracted 
DNA was used in the TwistDx TwistAmp nfo kits as described 
previously, except instead of using 10 uL of purified DNA 
with 3.2 uL of water, 13.2 uL of extracted DNA was used. 

The PCR was also performed on the DNA extractions as 
previously described using a commercially available primer 
mix for detecting Giardia (no. 43810, Norgen Biotek Corp.). 
Each PCR reaction contained 10 uL SSO Advanced SYBR 
Green Supermix (no. 172-5261, BioRad), 2 úL G. duodenalis 
primer mix, 5.5 uL DNAse free water, and 2.5 uL purified 
DNA. All extracted DNA was run in duplicate on a real-time 
PCR system (CFX96 Touch, BioRad), with the following 
cycling conditions: 5S09C x 30 s, 95C x 3 min, [94*C x 15 s, 
60%C x 30 s, 722C x 45 s-plate read] x 42 cycles followed by 
melting point analysis. All specimens were tested by PCR 
in duplicate. They were classified as positive 1f there was ampli- 
fication before the 40th cycle and the melting point of the 
product was between 89.5%C and 90.5%9C. Any samples with 
discordant PCR replicates were retested in duplicate. As a 
result of resource constraints, we were unable to retest samples 
that were still discordant after four replicates and these sam- 
ples were excluded from analysis (three total samples). 

A composite gold standard was used to classify samples as 
positive or negative for Giardia. If either microscopy or PCR 





FIGURE 1. The recombinase polymerase amplification-based Giardia 
(RPAG) assay consistently detects as few as 107—10% cysts per milliliter 
of stool during bench top testing. As described in the Methods section, 
the signal/background ratio (SBR) was calculated for each test line. The 
calculated SBR is shown below each strip. All samples with an SBR > 1.07 
were considered positive. 


returned a positive result, the sample was considered positive. 
Samples that were negative for both microscopy and PCR 
were considered negative. 


RESULTS 


Bench top characterization of Giardia PCR and RPAG 
assay. The Giardia PCR assay reliably detected as few as 
10%? eysts per milliliter of stool, which was slightly more sen- 
sitive than the manufacturer product information reported 
limit-of-detection of 107” cysts per milliliter. 

Using this method, the RPAG assay reliably detected as 
few as 10%-10% cysts per milliliter stool, or about 50 cysts per 
reaction (Figure 1). This is roughly equivalent to other PCR- 
based nucleic acid assays, which show sensitivities of 10%-10* 
Giardia cysts per milliliter of stoo1.**2 
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FIGURE 2. The recombinase polymerase amplification-based Giardia 
(RPAG) assay only tests positive for samples containing DNA extracted 
from Giardia. As described in the Methods section, the signal/back- 
ground ratio (SBR) was calculated for each test line. The calculated 
SBR is shown to the right of each strip. All samples with an SBR > 1.07 
were considered positive. 
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TABLE 2 
Sensitivity and specificity of the RPAG assay compared against a 
microscopy and PCR composite gold standard 


Composite gold standard (+) Composite gold standard (—) 


RPAG assay (+) 45 pe 
RPAG assay (-) 17 40 
Se = 73% SP = 95% 


RPAG = recombinase polymerase amplification-based Giardia; PCR = polymerase 
chain reaction. 


When the RPAG assay was tested for specificity against DNA 
extracted from parasites with a clinically similar presentation, 
1t only returned a positive test result for the sample containing 
Giardia. All other samples showed a negative result as seen 
in Figure 2. 

RPAG assay clinical performance. When the RPAG assay 
was tested using DNA extracted from clinical stool samples 
and bench marked against a composite gold standard (where 
either a positive PCR or a positive microscopy result yields 
a gold standard positive result), the RPAG assay yielded 73% 
sensitivity and 95% specificity (Table 2). 


DISCUSSION 





We developed an RPA-based nucleic acid test for Giardia 
(RPAG assay). The RPAG assay targets a DNA sequence 
unique to G. duodenalis. Bench top characterization of the 
assay against a panel of clinically similar parasites yielded no 
false positives indicating strong specificity. Further bench top 
experiments showed a limit-of-detection only slightly higher 
than that of the gold standard PCR assay. 

The RPAG assay was then field tested in a pilot study with 
104 clinical samples where it showed good specificity (96% ) 
with only two false positive results. Field testing yielded a 
sensitivity of 73% as a result of 17 false negative RPAG 
test results. Closer examination of the false negative samples 
(Table 3) showed that both the RPAG assay and microscopy 
were negative in 10 of 17 cases, but the sample was ruled 
positive by the composite gold standard because of a positive 
PCR result. These false negative RPAG assay results could 





TABLE 3 


In 10 of 17 false negative samples, microscopy and the RPAG assay 
both tested negative, indicating a higher limit-of-detection than the 
PCR assay 


False negative 


FN-01 — + 
FN-02 - 
FN-03 — 
FN-04 — 
FN-05 - 
FN-06 — 
FN-07 — 
FN-08 — 
FN-09 — - 
FN-10 - - 
FN-11 — — 
FN-12 — — 
FN-13 - — 
FN-14 — - 
FN-15 - — 
FN-16 - - 
FN-17 — — 


RPAG = recombinase polymerase amplification-based Giardia; PCR = polymerase 
chain reaction. 


RPAG assay Microscopy PCR Composite gold standard 


LEAF A+ ++ 
ER RF A FF EFE LEA ++ 
+ 


HEAR HA A 4F4F FF FFAA ++ 


+ 


have been caused by the slightly lower limit-of-detection of 
PCR assays compared with microscopy or the RPAG assay.'* 
It is also possible that some of these samples were falsely 
positive by PCR. Seven of the 17 false negative RPAG results 
were positive by microscopy and PCR, suggesting that the 
limit of detection must by further improved. 

In its current version the RPAG assay lacks sufficient sen- 
sitivity for clinical use, however with improved sensitivity, 1t 
has the potential to be of use for diagnosing clinical cases of 
elardiasis at the health center level where PCR thermal 
cyclers are unavailable. Future work should focus on improv- 
ing the sensitivity of the RPAG assay, perhaps by lengthening 
the incubation time. Furthermore, false negative clinical sam- 
ples contained DNA concentrations that were quite high 
(between 58 and 246 nanograms per microliter), which may 
have affected the performance of the RPAG assay; strategies 
to account for extremely high DNA concentrations may 
improve the sensitivity of the RPAG assay and other stool- 
based DNA assays.“* Although the current RPAG assay can 
be completed in a laboratory with minimal equipment (cen- 
trifuge, heat block, and pipettes), sample preparation should 
be optimized so the assay could be implemented in the field, 
at the point-of-care. 
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